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iCS-digital™ PSC test report
CONTACT PERSON

Name: Renee Maas Phone: +31618810035 E‐mail: r.g.c.maas‐4@umcutrecht.nl

INSTITUTION / COMPANY
Name: UMC Experimental cardiology

Address: Uppsalalaan 8

PURCHASE ORDER (DATE) REMAINING TEST
QUOT220421‐2 (23/06/2022) 2

TEST DATE CONTROL VALIDATION
March 15, 2023 Normal DNA control for the 24 probes: Passed

SUMMARY OF THE DETECTED COPY NUMBER VARIATIONS
Stem Genomics ID Sample Passage dsDNA (ng/µL) dsDNA quantity CNVs Sex ∗

1 CRYAB_11_C1 19 27.2 Good Not detected F

The results of this test are for research use only.
To cite the iCS‐digital™ test in your article, please select the most appropriate option from sample texts available here.

∗ If unknown, sex is deducted from the ChrX copy number; note that one ChrX can be detected in female cells that lost one ChrX, and two ChrX in male cells that gained one copy.

Copy number values:

SUMMARY OF THE DETECTED COPY NUMBER VARIATIONS
CHROMOSOME 1p 1q 2q 3p 4q 5q 6q 7p 7q 8q 9q 11p 12p 13q 14q 15q 16q 17p 17q 18q 19p 20q 22q Xp

CRYAB_11_C1

COPY NUMBER VARIATION
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